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Introduction 


Contamination Analysis Tools 


• This talk presents 3 different tools developed recently for 
contamination analysis: 

1. HTML QCM analyzer: runs in a web browser, and allows for data analysis of 
QCM log files 

2. Java RGA extractor: can load in multiple SRS .ana files and extract pressure 
vs. time data 

3. C++ Contamination Simulation code: 3D particle tracing code for modeling 
transport of dust particulates and molecules. Uses residence time to 
determine if molecules stick. Particulates can be sampled from IEST-STD- 
1246 and be accelerated by aerodynamic forces. 


HTML TQCM ANALYZER 



Issue: QCM Research log files 
comments added to a new line - 
confuses Excel 

Also, post-processing required to 
compute delta-deltas orTGA 

- Time consuming 

Developed a Javascript/HTML program 
to simplify QCM analysis 

- Why Javascript? Every computer 
contains a web browser - no need to 
install a compiler 

- Websites are also by design interactive 
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Contamination Analysis Tools 
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Contamination Analysis Tools 

Data Output 


• Drag and drop log file 

- Supports QCM Research and CrystalTek 

• Right click on "output.txt" to save it 

• The resulting text file can be opened with Excel 

— Comments moved to a new column, 
can now easily generate x-y plots 


Opening output.txt 

You have chosen to open: 

Qf output. txt 

which is TXT file [1.0 MB] 
fro nr data; 



What should Firefox do with this file? 


C§ :i | Open with; 

O Save File 


Notepad + + : a free [GNU] source code editor... v 


I I Do this automatically for files like this from r 


OK 


Cancel 
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Plotting 


Contamination Analysis Tools 


The analyzer also contains a 
built-in plotter 

— Useful if Excel not available 

- Can plot frequency, frequency rate, 
crystal temperature, delta-delta, 
and voltage for each channel 

Data can be plotted using lines 
and/or markers, and can be 
plotted on one of two axis 
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User Interface 


Contamination Analysis Tools 


Data ranges set using input fields 

Or: zoom-in by highlighting a 
region and double-clicking 
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TGA 


Contamination Analysis Tools 


Highlighting a region and pressing the "T" button results in TGA being computed 

- Uses the active frequency and temperature data set 

- Can export as text file for plotting in Excel 
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• The "R" button can be used 
to subtract reference TGA 
curve 




Curve 


Contamination Analysis Tools 
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Contamination Analysis Tools 


Delta-Delta 


The analyzer also computes delta-deltas 

— Uses temperature rate change to automatically discard crystal bakeoffs 
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Contamination Analysis Tools 


Delta-Delta 


• The analyzer then fits a cubic spline to the remaining data 

• Delta-Delta is the first derivative of the cubic spline 
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RGA EXTRACT 



Overview 


Contamination Analysis Tools 


• After a long TVAC campaign, we ended up with multiple .ana scan 
logs from SRS RGA 

- New file was generated whenever scanning restarted due to changing scan 
parameters, computer restarts, etc.. 

• We were interested in pressure vs. time of selected species over 
the entire TVAC 

- SRS RGA program can load a single .ana file for post-processing, it was not 
clear how to load multiple files 

• Developed a Java RGA analyzer 

- Loads all .ana files from a selected directory, sorts entries by date 

- Analog scans can be animated 

- Can also extract pressure vs. time for all data 
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Analog Plot 


Contamination Analysis Tools 


• Start by selecting a directory 

• Analog data can be animated 


gi€-c 


For now, 
x-y limits are 
hardcoded 



Directory: C:\Users\lbrie_OOO\Documents\Projects\GSFC\MMS\O0S3 
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Analog Pressure vs. Time 
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Contamination Analysis Tools 

Pressure vs. Time 


• Can also easily generate and export pressure vs. time data 

• Partial pressures can be computed over ranges of masses or multiple unique 
values: 

- 17, 18 

- 54:200 


iric-c 
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CONTAMINATION TRANSPORT 
SIMULATION PROGRAM 



Particle Push 


Contamination Analysis Tools 


• Simultaneously pushes multiple particles 

- Similar to DSMC or PIC, but collisions or electrostatic effects not considered 


• Particle positions can be used to obtain gas density 

- Scatter particle positions to a volume mesh 

• Octree used to store surface elements, retrieves 
elements to check for surface impact during 
particle push 

• Another octree can be used to store point cloud 
data for a force field: 

- Examples: flow velocity for dust particulate transport, 
electric field for electrostatic return 
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Different from ray tracing codes such as Thermal Desktop which trace a ray 
from start to finish and only consider surface flux 

Particle positions updated from x k+1 = x k + v k+0S At 

Supports finite-sized particulates sampled from 
IEST-STD-1246 or free molecular flow 
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Surface Model 


Contamination Analysis Tools 


Also developed a new surface model 

Objects exposed to vacuum assumed to be 
composed of a base substrate containing 
trapped gases, and a surface layer with 
multiple adsorbed materials 

Instead of using predefined sticking 
coefficient, residence time for an 
impacting particle is computed from 


c 

u 


a 

© 




2 

© 

\ M 

l • 


© 

\ z 


1 

GA 

w 

V 


! s 




L a 




' p- 




© 




© 

^ r 'C 


no 



e 

© 

0£ 

s 

£ 

© 

© 

c 



# 

8 

© 

£ 


© 

WD 3 

fl « 

c/5 t* 

C/5 2 

c« 5 
l wd a 

© o~ 

o 


surface layer 


r r = t 0 exp 


(-S 



If r r > At, the particle is adsorbed into the surface layer 

- Contains counts for all flying materials 

First-order desorption used to determine number of molecules to inject 
into gas phase: — = —N 

° r dt r r 

dTTL 

Outgassing mass from — = Cm 

Lt L 


exp (-Eg/RT) 

Vi 
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Surface Model Algorithm 


Contamination Analysis Tools 


• Pseudo code of the surface model is below: 


load material data (density, molecular radius, TML, ...) 

load component data (temperature, total mass, cleanliness level, ...) 

initialize surface data structures 

for each timestep: 

%particle push 
for each particle: 
if surface impact: 

compute residence time 

if greater than time step: 
deposit to surface layer 
else : 

re-emit following cosine law 

%outgassing model 
for each component: 

compute mass outgassing mass loss 
add to surface layer 

%desorption 

for each surface element: 
compute desorption loss 

inject particles with cosine distribution 
deplete surface layer 
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Contamination Analysis Tools 

CTSP Input File 


• CTSP uses a JSON-like syntax: 


#load surface 

surf ace_load_stl { f ile_name : "chamber . stl" } 

#define volume mesh, before materials are loaded 
volume_mesh { dx : 0 . 05 , dy :0.05,dz:0.05} 

#materials 

solid_mat { name : black_paint , mass: 100} 

gas_mat { name : hcl , mass: 94, spwt : lelO, Ea:12, C:10} 

#define components 

comp { name : ebox, mat:al, trapped_mass : le-3 , trapped_mat : [ 0 . 005*n2 , 0.05*water, 0.75*hcl], 
surf_h : le-10 , surf_mat : water , temp:350} 

#enable outgassing 
source_outgassing { } 

#surface source 

source_maxwellian { comp :portl , Q:le-9, mats : [0 . 75*n2, 0.25*o2], temp:300, v_drift:100} 

#attach probes 

probe { comp : portl , type : qcm} 

#specify output 

surf ace_save_vtk { skip : 10000 , f ile_name : " surf " } 

volume_save_vtk { skip : 10000 , f ile_name : "field" , vars : [pressure, nd-ave . n2 , nd-ave . water] } 

#run simulation 

ctsp{dt : le-6, nt : 60000, diag_start : 1, diag_skip: 20 } 
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Particle Trace 


Contamination Analysis Tools 



• Plot shows a trace of a single particle bouncing around a vacuum 
chamber 

- Particle introduced at a port, after multiple impacts ends up between 
chamber wall and the thermal shroud 

— If the simulation ran for a longer time, the particle would eventually be 


collected by the cryopump 
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Contamination Analysis Tools 


Chamber repress 


Example of chamber repress (gas injection). Because of thermal spread, some 
molecules strike the back side of the shroud and remain in the narrow region 

between chamber wall and thermal shroud 
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Contamination Analysis Tools 


Impact of Shroud Temperature 


Water flashing off and outgassing from a test article. Case on left is with 300K walls, 
while case on right is with 100K walls. The test article also contained trapped nitrogen, 
and the e-box was outgassing a hydrocarbon (shown on next slide) 
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Contamination Analysis Tools 


Species Partial Pressures 


water nitrogen 



hydrocarbon total pressure 



Electric Propulsion Study 


Contamination Analysis Tools 


Plasma thruster firing at a beam dump initially cold enough to condense the propellant. 
Later, gas injected through the port for facility effects study. Next, beam dump is warmed 
up, resulting in flash off of the collected material. 
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Contamination Analysis Tools 

Summary 


• Three new contamination analysis tools were presented: 

1. QCM Analyzer: HTML/Javascript in-browser program that simplifies post- 
processing of QCM log files. Automatically computes delta deltas and TGA. 

2. RGA Extractor: Java program for loading multiple SRS RGA scan log files and 
exporting pressure vs. time data over all of them. Partial pressures can be 
computed over a range of values. 

3. Contamination Transport Simulation Program: C++ code for modeling 
transport of dust particulates and molecules. Particulates can be sampled 
from IEST-STD-1246 distribution and can be accelerated by aerodynamic 
forces. Detailed surface model supporting outgassing and desorption is 
used instead of sticking coefficients for free molecular flow. Allows to 
resolve temporal effects such as warming up of surfaces. 


Questions? 

Contact: lubos.brieda@particleincell.com 


